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9222 MEMBRANE FILTER TECHNIQUE FOR MEMBERS OF THE COLIFORM GROUP* 



9222 A. Introduction 



The membrane filter (MF) technique is highly reproducible, 
can be used to test relatively large volumes of sample, and yields 
numerical results more rapidly than the multiple-tube procedure. 
The membrane filter technique is extremely useful in monitoring 
drinking water and a variety of natural waters. However, the 
MF technique has limitations, particularly when testing waters 
with high turbidity or nonconform (background) bacteria. For 
such waters or when the membrane filter technique has not been 
used previously, it is desirable to conduct parallel tests with the 
multiple-tube fermentation technique (Section 9221) to dem- 
onstrate applicability and comparability. 

1. Definition 

As related to the membrane filter technique, the coliform 
group may be defined as comprising all aerobic and many fac- 
ultative anaerobic, gram-negative, nonspore-forming, rod-shaped 
bacteria that develop a red colony with a metallic sheen within 
24 h at 35°C on an Endo-type medium containing lactose. Some 
members of the total coliform group may produce a dark red or 
nucleated colony without a metallic sheen. When verified these 
are classified as atypical coliform colonies. When purified cul- 
tures of coliform bacteria are tested they produce a negative 
cytochrome oxidase (CO) and positive (3-galactosidase (ONPG) 
reaction. Generally, all red, pink, blue, white, or colorless col- 
onies lacking sheen are considered noncoliforms by this tech- 
nique. 

2. Applications 

Turbidity caused by the presence of algae or other interfering 
material may not permit testing of a sample volume sufficient to 



' Approved by Standard Methods Committee, 1991. 



yield significant results. Low coliform estimates may be caused 
by the presence of high numbers of noncoliforms or of toxic 
substances. The MF technique is applicable to the examination 
of saline waters, but not wastewaters that have received only 
primary treatment followed by chlorination because of turbidity 
in high volume samples or wastewaters containing toxic metals 
or toxic organics such as phenols. For the detection of stressed 
total coliforms in treated drinking water and chlorinated sec- 
ondary or tertiary wastewater effluents use a method designed 
for stressed organism recovery (see Section 9212B.1). A modified 
membrane filter technique for fecal coliforms (Section 9212) in 
chlorinated wastewater may be used if parallel testing with the 
multiple-tube fermentation technique shows comparability for 
each site-specific type of sample. 

The standard volume to be filtered for drinking water samples 
is 100 mL (see Section 901 OB). This may be distributed among 
multiple membranes if necessary. Because treated drinking water 
may contain a few total coliforms per liter that are not detectable 
in 100-mL sample portions, water plant laboratories should con- 
sider testing 1-L samples of finished water, provided that par- 
ticulates are not present to interfere with filtration or develop- 
ment of discrete colonies. The purpose of using large samples is 
to discover small leakages of coliforms through treatment bar- 
riers that might indicate the origins of biofilm organisms. If par- 
ticulates prevent filtering a 1-L sample, divide the sample into 
four portions of 250 mL for analysis and total any coliforms on 
each membrane into a single report on 1 L examined. Smaller 
samples may be necessary for source or recreational waters and 
wastewater effluents. 

Statistical comparisons of results obtained by the multiple-tube 
method and the membrane filter technique show that the mem- 
brane filter is more precise (compare Tables 9221:1, 11, and III 
with Table 9222:11). Although data from each test yield approx- 
imately the same water quality information, numerical results 
are not identical (see Section 9010B for drinking water). For raw 
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water sources it would be expected that 80% of the membrane 
filter test results would be within the 95% confidence limits of 
the multiple-tube completed test results. Results from the mul- 
tiple-tube test would be expected to be higher than membrane 
filter results because of a built-in positive statistical bias. 
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9222 B. Standard Total Coliform Membrane Filter Procedure 



1 . Laboratory Apparatus 

For membrane filter analyses use glassware and other appa- 
ratus composed of material free from agents that may have det- 
rimental effects on bacterial growth. 

Sterilize glassware as described in Washing and Sterilization, 
Section 9040. 

a. Sample bottles: See Section 9030B.J8. 

b. Dilution bottles: See Section 9030B.13. 

c. Pipets and graduated cylinders: See Section 9030B.9. Before 
sterilization, cover opening of graduated cylinders with metal foil 
or a suitable heavy wrapping-paper substitute. 

d. Containers for culture medium: Use clean borosilicate glass 
flasks presterilized to reduce bacterial contamination. Any size 
or shape of flask may be used, but erlenmeyer flasks with metal 
caps, metal foil covers, or screw caps provide for adequate mixing 
of the medium contained and are convenient for storage. 

e. Culture dishes: Use sterile borosilicate glass or disposable 
plastic petri dishes, 60 x 15 mm, 50 x 12 mm, or other appro- 
priate size. Wrap convenient numbers of clean, glass culture 
dishes in metal foil if sterilized by dry heat, or suitable heavy 
wrapping paper when autoclaved. Incubate loose-lidded glass 
and disposable plastic culture dishes in tightly closed containers 
with wet paper or cloth to prevent moisture evaporation with 
resultant drying of medium and to maintain a humid environment 
for optimum colony development. 

Disposable plastic dishes that are tight-fitting and meet the 
specifications noted above are available commercially and are 
used widely. 

/. Filtration units: The filter-holding assembly (constructed of 
glass, autoclavable plastic, porcelain, or stainless steel) consists 
of a seamless funnel fastened to a base by a locking device or 
held in place by magnetic force. The design should permit the 
membrane filter to be held securely on the porous plate of the 
receptacle without mechanical damage and allow all fluid to pass 
through the membrane during filtration. 

Separately wrap the two parts of the assembly in heavy wrap- 
ping paper, sterilize by autoclaving, and store until use. Alter- 
natively treat previously cleaned unwrapped parts by ultraviolet 
radiation for the initial sterilization before use in the test pro- 
cedure, or before reusing units during a filtration series. Field 
units may be sanitized by igniting alcohol or immersing in boiling 
water for 5 min. Do not ignite plastic parts. Sterile, disposable 
field units may be used. 



For filtration, mount receptacle of filter-holding assembly in 
a 1-L filtering flask with a side tube or other suitable device 
(manifold to hold three to six filter assemblies) such that a pres- 
sure differential (34 to 51 kPa) can be exerted on the filter mem- 
brane. Connect flask to an electric vacuum pump, a filter pump 
operating on water pressure, a hand aspirator, or other means 
of securing a pressure differential (138 to 207 kPa). Connect a 
flask of approximately the same capacity between filtering flask 
and vacuum source to trap carry-over water. 

g. Membrane filter: Use membrane filters (for additional spec- 
ifications, see Section 9020) with a rated pore diameter such that 
there is complete retention of coliform bacteria. Use only those 
filter membranes that have been found, through adequate quality 
control testing and certification by the manufacturer, to exhibit: 
full retention of the organisms to be cultivated, stability in use, 
freedom from chemical extractables that may inhibit bacterial 
growth and development, a satisfactory speed of filtration (within 
5 min), no significant influence on medium pH (beyond ±0.2 
units), and no increase in number of confluent colonies or spread- 
ers compared to control membrane filters. Use membranes grid- 
marked in such a manner that bacterial growth is neither inhib- 
ited nor stimulated along the grid lines when the membranes 
with entrapped bacteria are incubated on a suitable medium. 
Preferably use fresh stocks of membrane filters and if necessary 
store them in an environment without extremes of temperature 
and humidity. Obtain no more than a year's supply at any one 
time. 

Preferably use presterilized membrane filters for which the 
manufacturer has certified that the sterilization technique has 
neither induced toxicity nor altered the chemical or physical 
properties of the membrane. If membranes are sterilized in the 
laboratory, autoclave for .10 min at 121°C. At the end of the 
sterilization period, let the steam escape rapidly to minimize 
accumulation of water of condensation on filters. 

h. Absorbent pads consist of disks of filter paper or other 
material certified for each lot by the manufacturer to be of high 
quality and free of sulfites or other substances of a concentration 
that could inhibit bacterial growth. Use pads approximately 48 
mm in diameter and of sufficient thickness to absorb 1.8 to 2.2 
mL of medium. Presterilized absorbent pads or pads subse- 
quently sterilized in the laboratory should release less than 1 mg 
total acidity (calculated as CaC0 3 ) when titrated to the phen- 
olphthalein end point, pH 8.3, using 0.02/V NaOFT and produce 
pH levels of 7 ± 0.2. Sterilize pads simultaneously with mem- 
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brane filters available in resealable kraft envelopes, or separately 
in other suitable containers. Dry pads so they are free of visible 
moisture before use. See sterilization procedure described for 
membrane filters above and Section 9020 for additional speci- 
fications on absorbent pads. 

L Forceps: Smooth -tipped, without corrugations on the inner 
sides of the tips. Sterilize before use by dipping in 95% ethyl or 
absolute methyl alcohol and flaming. 

;'. Incubators: Use incubators to provide a temperature of 35 
± 0.5°C and to maintain a high level of humidity (approximately 
90% relative humidity). 

k. Microscope and light source: To determine colony counts 
on membrane filters, use a magnification of 10 to 15 diameters 
and a cool white fluorescent light source adjusted to give max- 
imum sheen discernment. Optimally use a binocular wide-field 
dissecting microscope. Do not use a microscope illuminator with 
optical system for light concentration from an incandescent light 
source for discerning coliform colonies on Endo-type media. 

2. Materials and Culture Media 

The need for uniformity dictates the use of dehydrated media. 
Never prepare media from basic ingredients when suitable de- 
hydrated media are available. Follow manufacturer's directions 
for rehydration and sterilization. Commercially prepared media 
in liquid form (sterile ampule or other) also may be used if known 
to give equivalent results. See Section 9020 for media quality 
control specifications. 

Test each new medium lot for satisfactory productivity by pre- 
paring dilutions of a culture of Enterobacter aerogenes (Section 
9020) and filtering appropriate volumes to give 20 to 80 colonies 
per filter. With each new lot of Endo-type medium, verify a 
minimum 10% of coliform colonies, obtained from natural sam- 
ples, to establish the differential accuracy of the medium lot. 

a. LES Enclo agar:* 

Yeast extract 1 .2 g 

Casitone or trypticase 3.7 g 

Thiopeptone or thiolone 3.7 g 

Tryptose 7.5 g 

Lactose 9.4g 

Dipotassium hydrogen phosphate, K 2 HPO a 3.3 g 

Potassium di hydrogen phosphate, KH 2 P0 4 1 .0 g 

Sodium chloride, NaCI 3.7 g 

Sodium desoxycholate 0.1 g 

Sodium lauryl sulfate 0.05 g 

Sodium sulfite, Na 2 SG 3 1.6 g 

Basic Cuchsin 0.8 g 

Agar ; 15.0 g 

Reagent-grade water 1 L 

Rehyclrate in 1 L water containing 20 mL 95% ethanol, not 
denatured, (which reduces background growth and coliform col- 
ony size). Bring to a near boil to dissolve agar, then promptly 
remove from heat and cool to 45 to 50°C. Do not sterilize by 
autoclaving. Final pIT 7.2 ± 0.2. Dispense in 5- to 7-mL quan- 
tities into lower section of 60-mm glass or plastic petri dishes. If 
dishes of any other size are used, adjust quantity to give an 
equivalent depth. Do not expose plates to direct sunlight; store 



in the dark at 4 to 8°C. preferably in sealed plastic bags or other 
containers to reduce moisture loss. Discard unused medium after 
2 weeks. 

b. M -Enclo medium :t 

Tryptose or polypeptone 10.0 g 

Thiopeptone or thiotone 5.0 g 

Casitone or trypticase 5.0 g 

Yeast extract 1.5 g 

Lactose 12.5 g 

Sodium chloride, NaCI 5.0 g 

Dipotassium hydrogen phosphate, K d IPO., 4.375 g 

Potassium dihydrogen phosphate, KH : PO.. t 1.375 g 

Sodium lauryl sulfate 0.05 g 

Sodium desoxycholate 0.10 g 

Sodium sulfite, Na.SO, 2.10 g 

Basic fuchsin 1 05 g 

Agar (optional) 15.0 g 

Reagent-grade wate r 1 L 

Rehyclrate in 1 L water containing 20 mL 95% ethanol. Heat 
to near boiling to dissolve agar, then promptly remove from heat 
and cool to between 45 and 50°C. Dispense 5- to 7-mL quantities 
into 60-mm sterile glass or plastic petri dishes. Do not sterilize 
by autoclaving. Final pi I should be between 7.1 and 7.3. 

Store finished medium (broth or agar) in the dark at 4 to 8°C 
and discard any unused broth medium alter 96 h or unused agar 
after 2 weeks. 

Liquid medium (2 mL per plate, without agar) and absorbent 
pads may be used if pads are certified free of sulfite or other 
toxic agents at a concentration that could inhibit bacterial growth. 

3. Samples 

Collect samples as directed in Sections 9060A and B. 

4. Coliform Definition 

All bacteria that produce a red colony with a metallic sheen 
within 24 h incubation at 35°C on an Endo-type medium are 
considered members of the coliform group. The sheen may cover 
the entire colony or may appear only in a central area or on the 
periphery. The coliform group thus defined is based on the pro- 
duction of aldehydes from fermentation of lactose. While this 
biochemical characteristic is part of the metabolic pathway of 
gas production in the multiple-tube test, some variations in de- 
gree of metallic sheen development may be observed among 
coliform strains. However, this slight difference in indicator def- 
inition is not considered critical to change its public health sig- 
nificance, particularly if suitable studies have been conducted to 
establish the relationship between results obtained by the mem- 
brane filter and those obtained by the standard tube dilution 
procedure. 

Verify lactose fermentation or reaction to CO and ONPG by- 
typical and atypical colonies to avoid false positive results, es- 
pecially for drinking water samples. Preferably verify all colonies; 
alternatively, verify at least 10% of the colonies when there are 
more than 50 coliform-type colonies present from a wastewater 
sample. For coliform counts of more than 5/100 mL from drinking 



* Dehydrated Difco M-Endo Agar LES (No. 0736), dehydrated BBL M-Endo 
Agar LES (No. 1 1203). or equivalent. 



t Dehydrated Difco M-Endo Broth ME (No. 0749), dehydrated BBL m-Coliform 
Broth (No. 11119), or equivalent may be used if absorbent pads are used. 
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water, verify a minimum of five colonies included in the direct 
count. Endo-type media occasionally may produce dark red atyp- 
ical coliform colonies without a metallic sheen. Verification of 
various types of typical (sheen) and atypical (non-sheen) colonies 
will detect false negative results and provide experience in colony 
recognition. See Section 9222B.5/' for specific verification pro- 
cedure. 

5. Procedures 

Generally, an enrichment procedure may improve the assess- 
ment of drinking water quality. However, this step may be elim- 
inated in the routine examination of drinking water where re- 
peated determinations have shown that adequate results are 
obtained by a single-step MF technique. Enrichment usually is 
not necessary in the examination of nonpotable water or waste- 
water. Verify all samples of drinking water giving positive results 
as described above. 

a. Selection of sample size: Size of sample will be governed by 
expected bacterial density, which in drinking water samples will 
be limited only by the degree of turbidity or by the noncoliform 
growth on the medium (Table 9222:1). 

An ideal sample volume will yield about 50 coliform colonies 
and not more than 200 colonies of all types on a membrane-filter 
surface. Analyze drinking waters by filtering 100 to 1000 mL, or 
by filtering replicate smaller sample volumes such as duplicate 
50-mL or four replicates of 25-mL portions. Analyze other waters 
by filtering three different volumes (diluted or undiluted), de- 
pending on the expected bacterial density. See Section 9215B.2 
for preparation of dilutions. When less than 20 mL of sample 
(diluted or undiluted) is to be filtered, add approximately 10 mL 
sterile dilution water to the funnel before filtration. This increase 
in water volume aids in uniform dispersion of the bacterial sus- 
pension over the entire effective filtering surface. 

b. Filtration of sample: Using sterile forceps, place a sterile 
membrane filter (grid side up) over porous plate of receptacle. 
Carefully place matched funnel unit over receptacle and lock it 
in place. Filter sample under partial vacuum. With filter still in 
place, rinse funnel by filtering three 20- to 30-mL portions of 
sterile dilution water. Upon completion of final rinse and the 
filtration process disengage vacuum, unlock and remove funnel, 
immediately remove membrane filter with sterile forceps, and 
place it on selected medium with a rolling motion to avoid en- 



Table 9222:1. Suggested Sample Volumes for Membrane Filter 
Total Coliform Test 









Volume 


(X) To 


Be Filtered 














mL 








Water Source 


100 


50 


10 


1 


0.1 


0.01 


0.001 


0.0001 


Drinking water 


X 
















Swimming pools 


X 
















Wells, springs 


X 


X 


X 












Lakes, reservoirs 


X 


X 


X 












Water supply intake 






X 


X 


X 








Bathing beaches 






X 


X 


X 








River water 








X 


X 


X 


X 




Chlorinated sewage 








X 


X 


X 






Raw sewage 










X 


X 


X 


X 



trapment of air. Insert a sterile rinse water sample (100 mL) after 
filtration of a series of 10 samples to check for possible cross- 
contamination or contaminated rinse water. Incubate the control 
membrane cultuie under the same conditions as the sample. 

Use sterile filtration units at the beginning of each filtration 
series as a minimum precaution to avoid accidental contamina- 
tion. A filtration series is considered to be interrupted when an 
interval of 30 min or longer elapses between sample filtrations. 
After such interruption, treat any further sample filtration as a 
new filtration series and sterilize all membrane filter holders in 
use. Decontaminate this equipment between successive filtra- 
tions by using an ultraviolet (UV) sterilizer for 2 min, flowing 
steam, or boiling water for 5 min. Do not expose membrane- 
filter culture preparations to random UV radiation leaks that 
might emanate from the sterilization cabinet. Eye protection is 
recommended; either safety glasses or prescription-ground glasses 
afford adequate eye protection against stray radiation from a U V 
sterilization cabinet that is not light-tight during the exposure 
interval. Clean UV tube regularly and check it periodically for 
effectiveness to insure that it will produce a 99.9% bacterial kill 
in a 2-min exposure. See also Section 9020. 

c. Enrichment technique: Place a sterile absorbent pad in the 
lid of a sterile culture dish and pipet 1.8 to 2.0 mL lauryl tryptose 
broth to saturate pad. Carefully remove any excess liquid from 
absorbent pad. Aseptically place filter through which the sample 
has been passed on pad. Incubate filter, without inverting dish, 
for 1.5 to 2 h at 35 ± 0.5°C in an atmosphere of at least 90% 
relative humidity. 

If the agar-based Endo-type medium is used, remove enrich- 
ment culture from incubator, lift filter from enrichment pad, and 
roll it onto the agar surface. Incorrect filter placement is at once 
obvious, because patches of unstained membrane indicate en- 
trapment of air. Where such patches occur, carefully reseat filter 
on agar surface. If the liquid medium is used, prepare final cul- 
ture by removing enrichment culture from incubator and sepa- 
rating the dish halves. Place a fresh sterile pad in bottom half 
of dish and saturate it with 1.8 to 2.0 mL of final M-Endo me- 
dium. Transfer filter, with same precautions as above, to new 
pad. Discard used enrichment pad. 

With either the agar or the liquid medium, invert dish and 
incubate for 20 to 22 h at 35 ± 0.5°C. Proceed to 1i e below. 

d. Alternative single-step direct technique: If the agar-based 
medium is used, place prepared filter directly on agar as de- 
scribed in preceding section and incubate for 22 to 24 h at 35 ± 
0.5°C. 

It liquid medium is used, place a pad in the culture dish and 
saturate with 1.8 to 2.0 mL M-Endo medium. Place prepared 
filter directly on pad, invert dish, and incubate for 22 to 24 h at 
35 ± 0.5°C. 

e. Counting: To determine colony counts on membrane filters, 
use a low-power (10 to 15 magnifications) binocular wide-field 
dissecting microscope or other optical device, with a cool white 
fluorescent light source directed from above with rays as nearly 
perpendicular as possible to the plane of the filter. The typical 
coliform colony has a pink to dark-red color with a metallic 
surface sheen. The sheen area may vary in size from a small 
pinhead to complete coverage of the colony surface. Atypical 
coliform colonies can be dark red or nucleated without sheen. 
Colonies that lack sheen may be pink, red, white, or colorless 
and are considered to be nonconforms. The total count of col- 
onies (coliform and noncoliform) on Endo-type medium has no 
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consistent relationship to the total number of bacteria present 
in the original sample. However, a high count of nonconform 
colonies may interfere with the maximum development of coli- 
forms. Refrigerating cultures (after 22 h incubation) with high 
densities of nonconform colonies for 0.5 to 1 h before counting 
may deter spread of confluence while aiding sheen discernment. 
Anaerobic incubation at 35°C for 24 h for some groundwater 
samples may suppress noncoliform colonies but must be carefully 
evaluated to insure no loss of coliform recovery. 

Samples of disinfected water or wastewater effluent may in- 
clude stressed organisms that grow relatively slowly and produce 
maximum sheen in 22 to 24 h. Organisms from undisinfected 
sources may produce sheen at .16 to 18 h, and the sheen subse- 
quently may fade after 24 to 30 h. 

/. Coliform verification: Typical sheen colonies may be pro- 
duced occasionally by noncoliform organisms. Atypical colonies 
(dark red or nucleated colonies without sheen) occasionally may 
be coliforms. Verification of both colony types is advisable. Ver- 
ify by a test for lactose fermentation or by using alternative 
procedures involving either a rapid (4 h) test of two key bio- 
chemical reactions or a multi-test system for speciation. See Sec- 
tion 9020B.4<Z. 

1) Lactose fermentation — Verify all typical and atypical col- 
iform colonies included in the direct count or a minimum of five 
such colonies from drinking water samples by transferring growth 
from each colony to lauryl tryptose broth; incubate at 35 ± 0.5°C 
for 48 h. Gas formed in lauryl tryptose broth and confirmed in 
brilliant green lactose broth within 48 h verifies the colony as a 
coliform. 

2) Alternative coliform verifications — Apply this alternative 
coliform verification procedure to isolated colonies on the mem- 
brane filter culture. If a mixed culture is suspected or if colony 
separation is less than 2 mm, streak the growth to M-Endo me- 
dium to assure culture purity or submit the mixed growth to the 
fermentation tube method. 

a) Rapid test — A rapid verification of colonies utilizes test 
reactions for cytochrome oxidase (CO) and (3-galactosidase 
(ONPG).-t Coliform reactions are CO negative and ONPG pos- 
itive within 4 h incubation of tube culture or micro (spot) test 
procedure. 

b) Commercial multi-test systems — Verify the colony by 
streaking it for purification, selecting a well-isolated colony, and 
inoculating into a multi-test identification system for Entero- 
bacteriaceae that includes lactose fermentation and/or ONPG 
and CO test reactions. 

6. Calculation of Coliform Density 

Compute the count, using membrane filters with 20 to 80 col- 
iform colonies and not more than 200 colonies of all types per 
membrane, by the following equation: 



Percentage verified coliforms 



number of verified colonies 



x 100 



(Total) coliform colonies/ 100 mL 



coliform colonies counted x 100 
mL sample filtered 



For verified coliform counts, adjust the initial count based 
upon the positive verification percentage and report as "verified 
coliform count per 100 mL. 11 



X ONPG (orthonitrophenol galaclosidc) is Lhc substrate for the p-galactosidnse 
test. 



total number of coliform colonies subjected to verification 

a. Water of drinking water quality: While the EPA Total Col- 
iform Rule for public water supply samples requires only a record 
of coliform presence or absence in 100-mL samples, it may be 
advisable to determine coliform densities in repeat sampling sit- 
uations. This is of particular importance when a coliform biofilm 
problem is suspected in the distribution system. Quantitative 
information may provide an indication of the magnitude of a 
contaminating event that cannot be determined in the presence/ 
absence concept. 

With water of good quality, the occurrence of coliforms gen- 
erally will be minimal. Therefore, count all coliform colonies 
(disregarding the lower limit of 20 cited above) and use the 
formula given above to obtain coliform density. 

If confluent growth occurs, that is, growth covering either the 
entire filtration area of the membrane or a portion thereof, and 
colonies are not discrete, report results as "confluent growth 
with (or without) coliforms" and request a new sample from the 
same location. If the total number of bacterial colonies, coliforms 
plus nonconforms, exceeds 200 per membrane, or if the colonies 
are not distinct enough for accurate counting, report results as 
"too numerous to count" (TNTC). The presence of coliforms in 
such cultures showing no sheen may be indicated by placing the 
entire membrane filter culture into a sterile tube of brilliant green 
lactose bile broth. As an alternative, brush the entire filter sur- 
face with a sterile loop, applicator stick, or cotton swab and 
inoculate this growth to the tube of brilliant green lactose bile 
broth. If gas is produced from this culture within 48 h at 35 ± 
0.5°C, conclude that coliforms are present. For compliance with 
the EPA Total Coliform Rule, report confluent growth or TNTC 
with at least one detectable coliform colony (which is verified) 
as a total coliform positive sample. Report confluent growth or 
TNTC without detectable coliforms as invalid. Request a new 
sample from the same location and select more appropriate vol- 
umes to be filtered per membrane, observing the requirement 
that the standard drinking water portion is 100 mL. Thus, to 
reduce interference from overcrowding, instead of filtering 100 
mL per membrane, filter 50-mL portions through each of two 
membranes, 25-mL portions through each of four membranes, 
etc. Total the coliform counts observed on all membranes and 
report as number per 100 mL. 

b. Water of other than drinking water quality: As with potable 
water samples, if no filter has a coliform count falling in the ideal 
range, total the coliform counts on all filters and report as number 
per 100 mL. For example, if duplicate 50-mL portions were 
examined and the two membranes had five and three coliform 
colonies, respectively, report the count as eight coliform colonies 
per 100 mL, i.e., 

|(5 + 3) x 100] 
(50 + 50) 

Similarly, if 50-, 25-, and 10-mL portions were examined and 
the counts were 15, 6, and <1 coliform colonies, respectively, 
report the count as 25/1.00 mL, i.e., 

1(15 + 6 + 0) x 100] 
(50 + 25 + 10) 
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On the other hand, if 10-, 1.0-. and 0,.1-mL portions were 
examined with counts of 40, 9, and <1 coliform colonies, re- 
spectively, select the 10- mL portion only for calculating the col- 
iform density because this filter had a coliform count falling in 
the ideal rarme. The result is 400/100 mL, i.e.. 



(40 x 100) 



10 



In this last example, if the membrane with 40 coliform colonies 
also had a total bacterial colony count greater than 200, report 
the coliform count as > 400/ 100 mL. 

Report confluent growth or membranes with colonies too nu- 
merous to count as described in a above. Request a new sample 
and select more appropriate volumes for filtration or utilize the 
multiple- tube fermentation technique. 



Ta b l e 9 222 ; [ 1 . 95 % Con fi o e n en L i m its fo r Mem b r a n e F i lte r 
Coliform Results Using 100-mL Sample 



95% Confidence Limits 



Number of Coliform 
Colonies Counted 



Lower 



Upper 




1 

2 

3 
4 
5 
6 
7 
8 
9 

.10 
11 
12 
13 
14 
15 
16 
17 
18 
19 
20 



0.0 

0.1 
0.2 
0.6 
1.0 
1.6 
2.2 
2.8 
3.4 
4.0 
4.7 
5.4 
6.2 
6.9 
7.7 
8.4 
9.4 
9.9 
10.7 
11.5 
12.2 



3.7 
5.6 
7.2 
8.8 
10.2 
I 1.7 
13.1 
34.4 
15.8 
17.1 
18.4 
19.7 
21.0 
22.3 
23.5 
24.8 
26.0 
27.2 
28.4 
29.6 
30.8 



c. Statistical reliability of m em. b ran e filter res ults : A 1 1 h o u g h t h e 
statistical reliability of the membrane filter technique is greater 
than that of the MPN procedure, membrane counts really are 
not absolute numbers. Table 9222:11 illustrates some 95% con- 
fidence limits. These values assume that bacteria are distributed 
randomly and follow a Poisson distribution. For results with 
counts, c\ greater than 20 organisms, calculate the approximate 
95% confidence limits using the following normal distribution 
equations: 

Upper limit = c + 2 Vc 



Lower limit = c - 2 \/c 
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9222 C. Delayed-lncubation Total Coliform Procedure 



Modification of the standard membrane filter technique per- 
mits membrane shipment or transport after filtration to a distant 
laboratory for transfer to another substrate, incubation, and com- 
pletion of the test. This delayed- incubation test may be used 
where it is impractical to apply conventional procedures, it also 
may be used: (a) where it is not possible to maintain the desired 
sample temperature during transport; (b) when the elapsed time 
between sample collection and analysis would exceed the ap- 
proved time limit; (c) where the sampling location is remote from 
laboratory services; (d) when it is necessary to monitor streams 
for water quality or pollution control activities by a standardized 



procedure; or (e) for other reasons that prevent analysis of the 
sample at or near the sample site. 

Data secured by the delayed-incubation test have yielded re- 
sults consistent with those from the immediate standard test in 
independent studies of samples from both fresh and salt waters. 
Determine the applicability of the delayed-incubation test for a 
specific water source by comparing with results of test procedures 
using conventional methods. 

To conduct the delayed-incubation test, filter sample in the 
field immediately after collection, place filter on the transport 
medium, and ship to the laboratory. Complete the coliform de- 
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termination in the laboratory by transferring the membrane to 
standard M-Endo or LES Endo medium, incubating at 35 ± 
0.5°C for 20 to 22 h, and counting typical col if or m colonies that 
develop. For drinking water samples collected for compliance 
with the EPA Total Coliform Rule, report the presence or ab- 
sence of verified coliforms in 100-mL samples. 

Transport media are designed to keep coliform organisms vi- 
able and generally do not permit visible growth during transit 
time. Bacteriostatic agents in holding/preservative media sup- 
press growth of microorganisms en route but allow normal col- 
iform growth after transfer to a fresh medium. 

The delayed-incubation test follows the methods outlined for 
the total coliform membrane filter procedure, except as indicated 
below. Two alternative methods are given, one using the M- 
Endo preservative medium and the other the M-ST holding me- 
dium. 

1. Apparatus 

a. Culture dishes: Use disposable, sterile, moisture-tight plastic 
petri dishes (50 x 12 mm). Such containers are light in weight 
and are less likely to break in transit. In an emergency or when 
plastic dishes are unavailable, use sterile glass petri dishes wrapped 
in plastic film or similar material. See Section 9222B. \e for spec- 
ifications. 

b. Field filtration units: See Section 9222B. 1 f for specifications. 
Disinfect by adding methyl alcohol to the filtering chamber, ig- 
niting the alcohol, and covering unit to produce formaldehyde. 
Ultraviolet light disinfection also may be used in the field if an 
appropriate power source is available (115 V, 60 Hz). Glass or 
metal filtration units may be sterilized by immersing in boiling 
water for 5 min. Use a hand aspirator to obtain necessary vac- 
uum. 

2. Materials and Transport Media 

a. M-Endo methods: 

1) M-Endo preservative medium: Prepare as described in Sec- 
tion 9222 B. 2b. After cooling to below 45°C, aseptically add 3.84 
g sodium benzoate (USP grade)/L or 3.2 mL 12% sodium ben- 
zoate solution/ 100 mL medium. Mix ingredients and dispense in 
5- to 7-mL quantities to 50- x 12-mm petri plates. Store poured 
plates at 2 to 10°C. Discard unused medium after 96 h. 

2) Sodium benzoate solution: Dissolve 12 g NaC 7 H s 2 in suf- 
ficient distilled water to make 100 mL. Sterilize by autoclaving 
or by filtering through a 0.22-m pore size membrane filter. Dis- 
card after 6 months. 

3) Cycloheximide:* Optionally add cycloheximide to M-Endo 
preservative medium. It may be used for samples that previously 
have shown overgrowth by fungi, including yeasts. Prepare mod- 
ification by aseptically adding 50 mg cycloheximide/ 100 mL M- 
Endo preservative medium. Store cycloheximide solution at 5 to 
10°C and discard after 6 months. Cycloheximide is a powerful 
skin irritant; handle with caution according to the manufacturer's 
directions. 

b. M-ST method: 
M-ST holding medium: 



* Aclidionc®. manufactured by the Upjohn Company. Kalamazoo. Mich., or 
equivalent. 



Sodium phosphate, monobasic, NaH 2 P0 4 -H 2 0.1 g 

Dipotassium hydrogen phosphate, KH 2 P0 4 3.0 g 

Sulfanilamide 1.5 g 

Ethanol (95%) 10 mL 

Tris (hydroxymethyl) aminomethane 3.0 g 

Reagent-grade water 1 L 

Re hydrate in water. Sterilize by autoclaving at 121 °C for 15 
min. Final pH should be 8.6 ± (XI. Dispense 1.8 mL to tight- 
lidded plastic culture dishes containing an absorbent pad. Store 
in refrigerator for use within 96 h. 



3. Procedure 

a. Sample preservation and shipment: Place absorbent pad in 
bottom of sterile petri dish and saturate with selected coliform 
holding medium (see Section 9222C.2 above). Remove mem- 
brane filter from filtration unit with sterile forceps and roll it, 
grid side up, onto surface of selected coliform holding medium. 
Protect membrane from moisture loss by tightly closing plastic 
petri dish. Seal loose-fitting dishes with an appropriate sealing 
tape. Prevent membrane dehydration during transit. Place cul- 
ture dish containing membrane in an appropriate shipping con- 
tainer and send to the laboratory for test completion. The sample 
can be held without visible growth for a maximum of 72 h on 
the holding/preservative medium. This usually allows use of the 
mail or a common carrier. Visible growth occasionally begins on 
the transport medium when high temperatures are encountered 
during transit. 

b. Transfer: At the laboratory, transfer membrane from plastic 
dish in which it was shipped to a second sterile petri dish con- 
taining M-Endo or LES Endo medium. 

c. Incubation: 

1) M-Endo method — Transfer membrane from M-Endo pre- 
servative medium to a pad and petri dish containing M-Endo 
medium without the growth-suppressing reagents and incubate 
at 35 ± 0.5°Cfor20to22h. 

2) M-ST method — Transfer membrane from M-ST holding 
medium to LES Endo agar (see Section 9222B.2) and incubate 
at 35 ± 0.5°Cfor 22 to 24 h. 



4. Estimation of Coliform Density 

Proceed as in Section 9222B.6 above. Record times of collec- 
tion, filtration, and laboratory examination, and calculate the 
elapsed time. Report elapsed time with coliform results. 
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9222 D. Fecal Coliform Membrane Filter Procedure 



Fecal coliform bacterial densities may be determined either 
by the multiple-tube procedure or by a membrane filter (MF) 
technique. See Section 9225 for differentiation of Escherichia 
coli, the predominant fecal coliform. If the MF procedure is used 
for chlorinated effluents, demonstrate that it gives comparable 
information to that obtainable by the multiple -tube test before 
accepting it as an alternative. The MF procedure uses an enriched 
lactose medium and incubation temperature of 44.5 ± 0.2°Cfor 
selectivity and gives 93% accuracy in differentiating between 
coJiforms found in the feces of warm-blooded animals and those 
from other environmental sources. Because incubation temper- 
ature is critical, submerge waterproofed (plastic bag enclosures) 
MF cultures in a water bath for incubation at the elevated tem- 
perature or use an appropriate, accurate solid heat sink incu- 
bator. Alternatively, use an equivalent incubator that will hold 
the 44.5°C temperature within 0.2°C (throughout the chamber), 
over a 24-h period, while located in an environment of ambient 
air temperatures ranging from 5°C to 35°C. Areas of application 
for this method are stated in the introduction to the multiple- 
tube fecal coliform procedures, Section 9221C. 

1. Materials and Culture Medium 

a. M-FC medium: The need for uniformity dictates the use of 
dehydrated media. Never prepare media from basic ingredients 
when suitable dehydrated media are available. Follow manufac- 
turer's directions for rehydration. Commercially prepared media 
in liquid form (sterile ampule or other) also maybe used if known 
to give equivalent results. See Section 9020 for quality control 
specifications. 

M-FC medium: 

Tryptose or biosate 1 .0.0 g 

Proteose peptone No. 3 or polypeptone 5.0 g 

Yeast extract 3.0 g 

Sodium chloride, NaCl 5.0 g 

Lactose 12.5 g 

Bile salts No. 3 or bile salts mixture 1.5 g 

Aniline blue 0.1 g 

Agar (optional) 15.0 g 

Reaeent-arade water 1 L 



tives. For most samples M-FC medium may be used without the 
1% rosolic acid addition, provided there is no interference with 
background growth. Such interference may be expected in storm- 
water samples collected during the first runoff (initial flushing) 
after a Jong dry period. 

b. Culture dishes: Use tight-fitting plastic dishes because the 
MF cultures are submerged in a water bath during incubation. 
Enclose groups of fecal coliform cultures in plastic bags or seal 
individual dishes with waterproof (freezer) tape to prevent leak- 
age during submersion. Specifications for plastic culture dishes 
are given in Section 9222B.1<? above. 

c. Incubator: The specificity of the fecal coliform test is related 
directly to the incubation temperature. Static air incubation may 
be a problem in some types of incubators because of potential 
heat layering within the chamber and the slow recovery of tem- 
perature each time the incubator is opened during daily opera- 
tions. To meet the need for greater temperature control use a 
water bath, a heat-sink incubator, or a properly designed and 
constructed incubator giving equivalent results. A temperature 
tolerance of 44.5 ± 0.2°C can be obtained with most types of 
water baths that also are equipped with a gable top for the 
reduction of water and heat losses. A circulating water bath is 
excellent but may not be essential to this test if the maximum 
permissible variation of 0.2°C in temperature can be maintained 
with other equipment. 

2. Procedure 

a. Selection of sample size: Select volume of water sample to 
be examined in accordance with the information in Table 9222: III. 
Use sample volumes that will yield counts between 20 and 60 
fecal coliform colonies per membrane. 

When the bacterial density of the sample is unknown, filter 
several decimal volumes to establish fecal coliform density. Es- 
timate volume expected to yield a countable membrane and se- 
lect two additional quantities representing one-tenth and ten 
times this volume, respectively. 

b. Filtration of sample: Follow the same procedure and pre- 
cautions as prescribed under Section 9222B.5/? above. 



Rehydrate in water containing 10 mL 1% rosolic acid in 0.2/V 
NaOH.* Heat to near boiling, promptly remove from heat, and 
cool to below 50°C. Do not sterilize by autoclaving. If agar is 
used, dispense 5- to 7-mL quantities to 50- x 12-mm petri plates 
and let solidify. Final pH should be 7.4. Store finished medium 
at 4 to 8°C, preferably in sealed plastic bags or other containers 
to reduce moisture Joss, and discard unused broth after 96 h or 
unused agar after 2 weeks. 

Test each medium lot for satisfactory productivity by preparing 
dilutions of a culture of E. coll (Section 9020) and filtering ap- 
propriate volumes to give 20 to 80 colonies per filter. With each 
new lot of medium verify 10 or more colonies obtained from 
several natural samples, to establish the absence of false posi- 



* Rosolic acid reagent will decompose it sterilized by autoclaving. Store stock 
solution in the dark at 2 to I0°C and discard after 2 weeks or sooner if its color 
changes from dark red to muddy brown. 



Table 9222:111. Suggested Sam pee Volumes for Membrane Filter 
Fecal Coliform Test 







Volume (X) To Be Filtered 












m 


L 




Water Source 


100 


50 


10 


1 


0.1 


0.01 0.001 


Lakes, reservoirs 




X 


X 










Wells, springs 




X 


X 










Water supply intake 






X 


X 


X 






Natural bathing waters 






X 


X 


X 






Sewage treatment plant, 


secondary 














effluent 








X 


X 


X 




Farm ponds, rivers 










X 


X 


X 


Stormwater runoff 










X 


X 


X 


Raw municipal sewage 












X 


X X 


Feed Jot runoff 












X 


X X 
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c. Preparation of culture dish: Place a sterile absorbent pad in 
each culture dish and pipet approximately 2 mL M-FC medium, 
prepared as directed above, to saturate pad. Carefully remove 
any excess liquid from culture dish. Place prepared filter on 
medium-impregnated pad as described in Section 9222B above. 

As a substrate substitution for the nutrient-saturated absorbent 
pad, add 1.5% agar to M-FC broth. 

d. Incubation: Place prepared cultures in waterproof plastic 
bags or seal petri dishes, submerge in water bath, and incubate 
for 24 ± 2 h at 44.5 ± 0.2°C. Anchor dishes below water surface 
to maintain critical temperature requirements. Place all prepared 
cultures in the water bath within 30 min after filtration. Alter- 
natively, use an appropriate, accurate solid heat sink or equiv- 
alent incubator. 

e. Counting: Colonies produced by fecal coliform bacteria on 
M-FC medium are various shades of blue. Pale yellow colonies 
may be atypical E. coli\ verify for gas production in mannitol at 
44.5°C. Nonfecal coliform colonies are gray to cream-colored. 
Normally, few nonfecal coliform colonies will be observed on 
M-FC medium because of selective action of the elevated tem- 
perature and addition of rosolic acid salt reagent. Elevating the 
temperature to 45.0 ± 0.2°C may be useful in eliminating en- 
vironmental Klebsiella from the fecal coliform population. Count 
colonies with a low-power (10 to 15 magnifications) binocular 
wide-field dissecting microscope or other optical device. 

3. Calculation of Fecal Coliform Density 

Compute the density from the sample quantities that produced 
MF counts within the desired range of 20 to 60 fecal coliform 



colonies. This colony density range is more restrictive than the 
20 to 80 total coliform range because of larger colony size on M- 
FC medium. Calculate fecal coliform density as directed in Sec- 
tion 9222 B. 6 above. Record densities as fecal coliforms per 100 
mL. 
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9222 E. Delayed-lncubation Fecal Coliform Procedure 



This delayeci-i ncubation procedure is comparable to the de- 
layed-incubation total coliform procedure (Section 9222C). It 
may be used where the appropriate field incubator is not avail- 
able, or where, under certain circumstances, a specialized lab- 
oratory service is advisable to examine, confirm, or speciate the 
suspect colonies. 

Results obtained by this delayed method have been consistent 
with results from the immediate standard test under various lab- 
oratory and field use conditions. However, determine test ap- 
plicability for a specific water source by comparison with the 
standard membrane filter test, especially for saline waters, chlor- 
inated wastewaters, and waters containing toxic substances. Use 
the delayed incubation test only when the standard immediate 
fecal coliform test cannot be performed. 

To conduct the delayed-incubation test filter sample in the 
field immediately after collection, place filter on M-ST holding 
medium (see Section 9222C.26 below), and ship to the labora- 
tory. Complete fecal coliform test by transferring filter to M-FC 
medium, incubating at 44.5°C for 24 ± 2 h, and counting fecal 
coliform colonies. 

The M-ST medium keeps fecal coliform organisms viable but 
prevents visible growth during transit. Membrane filters can be 
held for up to 3 d on M-ST holding medium with little effect on 
the fecal coliform counts. 



1. Apparatus 



a. Culture dishes: See Section 9222C.lfl for specifications. 

b. Field filtration units: See Section 9222C.li>. 



2. Materials and Transport Medium 

a. M-ST medium: Prepare as described in Section 9222C.26. 

b. M-FC medium: Prepare as described in Section 9222D Aa. 



3. Procedure 

a. Membrane filter transport: Place an absorbent pad in a tight- 
lid plastic petri dish and saturate with M-ST holding medium. 
After filtering sample remove membrane filter from filtration 
unit and place it on medium-saturated pad. Use only tight-lid 
dishes to prevent moisture loss; however, avoid having excess 
liquid in the dish. Place culture dish containing membrane in an 
appropriate shipping container and send to laboratory. Mem- 
branes can be held on the transport medium at ambient tern- 
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pe rat ure for a maximum of 72 h with little effect on fecal col i form 
counts. 

b. Transfer: At the laboratory remove membrane from holding 
medium and place it in another dish containing M-FC medium. 

c. Incubation: After transfer of filter to M-FC medium, place 
tight-lid dishes in waterproof plastic bags and submerge in a water 
bath at 44.5°C ± 0.2°C for 24 ± 2 h or use a solid heat sink or 
equivalent incubator. 

d. Counting: Colonies produced by fecal coliform bacteria are 
various shades of blue. Nonfecal coliform colonies are gray to 
cream-colored. Count colonies with a binocular wide-field dis- 
secting microscope at 1.0 to 15 magnifications. 



4. Estimation of Fecal Coliform Density 

Count as directed in Section 9222 D.2e above and compute 
fecal coliform density as described in Section 9222D.3. Record 
time of collection, filtration, and laboratory examination, and 
calculate and report elapsed time. 

5. Bibliography 

Chen, M. & P.J. Hickey. 1983. Modification of delayed-incubation 
procedure for detection of fecal coliforms in water. AppL Environ. 
Microbiol. 46:889. 



9222 F. Klebsiella Membrane Filter Procedure 



Klebsiella, a genus included in the coliform group as defined 
herein, may be associated with coliform regrowth in water supply 
distribution systems and is often a major component of the col- 
iform population on vegetation and in paper mill, textile, and 
other industrial wastes. The normal coliform population in hu- 
man and other warm-blooded animal feces may contain 30 to 
40% Klebsiella strains. Approximately 4% of bacterial pneu- 
monia cases and 18% of urinary tract infections are caused by 
pathogenic strains of Klebsiella. Of these clinical strains, 85% 
are fecal coliforms. Environmental sources, such as vegetation, 
paper mills, textile production, sugar cane, and farm produce, 
contribute 71 to 88% of all Klebsiella in the total coliform pop- 
ulation. Klebsiella occasionally may become established in the 
sediments of water supply distribution networks as a result of 
inadequate source water protection, unsatisfactory treatment 
protocols, or changes in the integrity of the pipe environment. 

Rapid quantitation may be achieved in a membrane filter pro- 
cedure by modifying M-FC agar base through substitution of 
inositol for lactose and adding carbenicillin or by using M-Kleb 
agar. These methods reduce the necessity for biochemical testing 
of pure strains. Preliminary verification of differentiated colonies 
is recommended. 

1. Apparatus 

a. Culture dishes: See Section 9222B.1<? for specifications. 

b. Filtration units: See Section 9222B.1/. 

2. Materials and Culture Medium 

a. Modified M-FC agar (M-FCIC agar): This medium may not 
be available in dehydrated form and may require preparation 
from the basic ingredients: 

Tryptose or biosate 10.0 g 

Proteose peptone No. 3 or polypeptone 5.0 g 

Yeast extract 3 .0 g 

Sodium chloride, NaCI 5.0 g 

Inositol 10.0 g 

Bile salts No. 3 or bile salts mixture ] .5 g 

Aniline blue 0.1 g 

Agar 15.0 g 

Reagent-grade water I L 



Heat medium to boiling and add 10 mL 1% rosohc acid dis- 
solved in 0.2N NaOH. Cool to below 45°C and add 50 mg car- 
benicillin.* Dispense aseptically in 5- to 7-mL quantities into 60- 
mm sterile glass or plastic petri dishes. Store at 2 to 8°C until 
needed. Discard unused agar medium after 2 weeks. Do not 
sterilize by autoclaving. Final pH should be 7.4 ± 0.1. 

b. M-Kleb agar: 

Phenol red agar 31.0 g 

Adonitol 5.0 g 

Aniline blue 0.1 g 

Sodium lauryl sulfate 0.1 g 

Reagent-grade water 1 L 

Sterilize by autoclaving for 15 min at 12 1 °C After autoclaving, 
cool to 50°C in a water bath; add 20 mL 95% ethyl alcohol (not 
denatured) and 0.05 g filter sterilized carbenicillin/L. Shake thor- 
oughly and dispense aseptically into 50- x 9-mm plastic culture 
plates. The final pH should be 7.4 ± 0.2. Prepared medium can 
be held for 20 d at 4°C. 

3. Procedure 

a. See Section 9222B.5 for selection of sample size and filtra- 
tion procedure. Select sample volumes that will yield counts 
between 20 and 60 Klebsiella colonies per membrane. Place 
membrane filter on agar surface; incubate for 24 ± 2 h at 35 ± 
0.5°C. Klebsiella colonies on M-FCIC agar are blue or bluish- 
gray. Most atypical colonies are brown or brownish. Occasional 
false positive occurrences are caused by Enterobacter species. 
Klebsiella colonies on M-Kleb agar are deep blue to blue gray, 
whereas other colonies most often are pink or occasionally pale 
yellow. Count colonies with a low-power (1.0 to 15 magnifica- 
tions) binocular wide field dissecting microscope or other optical 
device. 

b. Verification: Verify Klebsiella colonies from the first set of 
samples from ambient waters and effluents and when Klebsiella 
is suspect in water supply distribution systems. Verify a minimum 
of five typical colonies by transferring growth from a colony or 
pure culture to a commercial multi-test system for gram-negative 



* Available from Gcopen. Roerig-Pfizcr, Inc. New York. N.Y. 



CHROMOGENIC SUBSTRATE COLIFORM TEST (9223)/Chromogenic Substrate Test 



9-63 



speciation. Key tests for Klebsiella are citrate (positive), indole 
(negative), motility (negative), lysine decarboxylase (positive), 
ornithine decarboxylase (negative), and urease (positive). Kleb- 
siella of nonfecal origin can be identified by correlation of indole 
production and liquefaction of pectin with the ability to grow at 
10°C and a negative fecal coliform response. 
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